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a Universidade  Federal  do  Triângulo  Mineiro  (UFTM),  Disciplina  de  Anestesiologia,  Uberaba,  MG,  Brazil
b Universidade  Federal  do  Triângulo  Mineiro  (UFTM),  Disciplina  de  Neurocirurgia,  Uberaba,  MG,  Brazil
c Universidade  de  Ribeirão  Preto  (Unaerp),  Ribeirão  Preto,  SP,  Brazil
d Universidade  Federal  do  Triângulo  Mineiro  (UFTM),  Hospital  de  Clínicas,  CET/SBA,  Uberaba,  MG,  Brazil

Received 7  August  2015;  accepted  31  August  2015
Available  online  24  November  2016

KEYWORDS
Complications:  burn;
Equipment:
electrocautery;
Surgery:
complications

Abstract  Electrosurgery  is  a  technology  developed  over  the  last  few  years  and  has  become  a
very important  tool  in  modern  surgery.  Most  of  the  equipment  is  considered  safe,  although  there
are risks  related  to  its  use.  Several  lesions  may  be  caused  by  electrocautery,  and  burns  are  the
most common  and  feared.  We  report  two  cases  of  burns  related  to  use  of  electrocautery  and
promote a  literature  review,  because  knowledge  of  electrosurgery  fundamentals,  its  correct
use, the  choice  of  a  safety  device,  constant  monitoring,  and  immediate  investigation  before
any suspicions  surely  can  improve  the  operational  experience  for  both  surgeon  and  patient.
© 2016  Sociedade  Brasileira  de  Anestesiologia.  Published  by  Elsevier  Editora  Ltda.  This  is  an
open access  article  under  the  CC  BY-NC-ND  license  (http://creativecommons.org/licenses/by-
nc-nd/4.0/).
PALAVRAS-CHAVE
Complicações:
queimadura;
Equipamento:

Queimaduras  relacionadas  à  eletrocirurgia  ---  Relato  de  dois  casos

Resumo  A  eletrocirurgia  é  uma  tecnologia  que  se  desenvolveu  muitos  nos  últimos  anos  e  se
tornou um  instrumento  de  grande  importância  na  cirurgia  moderna.  A  maioria  dos  equipamentos

ra  existam  riscos  relacionados  ao  seu  uso.  Várias  lesões  podem  ser
eletrocautério; é considerada  segura,  embo
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Cirurgia:
complicações

causadas  por  eletrocautérios,  as  queimaduras  são  as  mais  frequentes  e  temidas.  Relatamos  dois
casos de  queimaduras  relacionadas  ao  uso  do  bisturi  elétrico  e  promovemos  uma  revisão  de  lit-
eratura, pois  o  conhecimento  dos  fundamentos  da  eletrocirurgia,  seu  uso  correto,  a  escolha  de
um equipamento  seguro,  o  monitoramento  constante  e  a  investigação  imediata  diante  de  quais-
quer suspeitas  com  certeza  podem  melhorar  a  experiência  operacional  para  ambos,  cirurgião  e
paciente.
© 2016  Sociedade  Brasileira  de  Anestesiologia.  Publicado  por  Elsevier  Editora  Ltda.  Este é  um
artigo Open  Access  sob  uma  licença  CC  BY-NC-ND  (http://creativecommons.org/licenses/by-
nc-nd/4.0/).
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Male  patient,  30  years  old,  physical  status  ASA  II  due
to  smoking,  reported  a  prior  history  of  ureterolithiasis.
Had  undergone  implantation  of  double-J  catheter  few
months  before  and  was  scheduled  for  its  withdrawal
ntroduction

lectricity  is  a  phenomenon  that  has  been  used  for  many
ears  in  operating  rooms  and  its  current  use  during  surgery
s  an  intrinsic  characteristic  of  modern  surgery.  Histori-
ally,  its  use  in  medicine  dates  back  to  the  1920s,  when
ovie  developed  an  extremely  modern  instrument  for  the
ime,  helped  to  bring  it  to  the  forefront  of  surgical  pro-
edures  and  revolutionized  surgery.1---3 In  practical  terms,
lectricity  can  be  used  in  surgery  by  means  of  electro-
urgery,  also  called  diathermy,  or  electrocautery.  In  the
atter,  the  oldest,  the  electric  current  is  used  to  heat  fila-
ent  at  the  cautery  tip,  returns  by  the  same  route,  bypasses

he  patient.  The  heat  is  transmitted  directly  to  tissues  in
rder  to  obtain  therapeutic  effects.1---3 In  electrosurgery,
he  most  widely  used  method  currently,  the  electrical  cur-
ent  is  produced  by  a  generator  and  reaches  the  patient’s
ody  by  an  active  electrode,  acts  in  target  tissues,  and
xits  through  a  neutral  electrode.  When  this  electrical  cur-
ent  meets  the  human  tissue  resistance,  it  turns  into  heat
nd  determines  the  therapeutic  effects,  known  as  cutting
r  coagulation.  The  active  electrode  tip  does  not  undergo
eating.  When  the  neutral  electrode  (pad  format)  is  away
rom  the  active  electrode,  there  is  the  monopolar  system.
hen  the  positive  and  neutral  electrodes  are  separated

y  a  small  distance  and  limit  the  flow  of  electric  cur-
ent,  there  is  the  bipolar  system.1---3 However,  even  with
ong  experience  in  the  use  of  electrosurgery,  the  risks  and
omplications  are  still  present  despite  the  incorporation  of
arious  security  measures.  There  was  an  increase  in  the
umber  of  injuries  and  related  complications,  such  as  inter-
erence  with  monitoring  devices,4 pacemakers  and  other
ardiac  devices,  pulse  oximeter  probes,5 temperature  sen-
ors,  deep  brain  stimulation  electrodes,6 and,  above  all,
urns.  Moreover,  other  phenomena  may  be  associated,  such
s  stimulation  of  excitable  tissues,  leg  movement  during
rological  surgery  by  stimulation  of  the  obturator  nerve  or
irect  stimulation  of  the  muscles,  causing  muscle  contrac-
ions  that  can  be  misinterpreted  as  inadequate  anesthesia,
n  addition  to  the  potential  risk  of  combustion  due  to  the
resence  of  anesthetic  gases.7,8 Despite  all  the  advances

n  electrosurgery,  even  with  its  inherent  risks,  most  sur-
eons  and  residents  have  no  formal  training  for  its  proper
se.  The  aim  of  this  study  is  to  present  two  cases  of  burns
elated  to  the  use  of  electrosurgery  and  use  them  to  promote
iscussion.  Noteworthy,  these  complications  are  predictable
nd  preventable;  nevertheless,  they  still  haunt  the  operat-
ng  rooms.

linical  case  1

ewborn,  11  days  old,  preterm  weighing  2  kg,  diagnosed
ith  obstructive  acute  abdomen.  Emergency  laparotomy
as  indicated  and  performed  under  general  anesthesia.  The
atient  was  monitored  with  cardioscope,  pulse  oximetry,
oninvasive  blood  pressure,  and  blood  gas  analysis  during
he  intraoperative  period.  Monopolar  electrosurgery  was
sed  with  reusable  dispersive  pad,  which  was  placed  in
he  left  plantar  region  by  the  surgeon  in  charge.  At  the
nd  of  surgery,  after  removing  the  surgical  drapes,  a  third
egree  burn  was  found  on  the  site  of  the  dispersive  pad
Fig.  1).

linical  case  2
Figure  1  Third  degree  burn  at  the  dispersive  plate  site.
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Figure  2  Burning  in  the  flank  region  (left);  and  surgical  table  exposing  the  metal  parts  coincident  with  the  burning  formats
(arrows).
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endoscopically.  After  standard  monitoring,  subarachnoid
anesthesia  was  induced  by  a  first  year  resident,  with  super-
vision.  T10  sensory  level  was  achieved,  and  the  patient
was  placed  in  the  lithotomy  position.  However,  due  to  the
long-term  catheterization,  the  catheter  withdrawal  was  not
possible  as  scheduled  by  the  surgical  team  and  there  was
the  need  for  abdominal  approach  through  suprapubic  inci-
sion.  The  patient  was  then  repositioned  on  the  surgical  table
to  a  supine  position.  Monopolar  electrosurgery  was  used,
with  a  disposable  dispersive  pad  placed  on  the  back  of  the
patient.  During  the  intraoperative  period,  the  patient  com-
plained  of  pain  in  the  left  side  of  his  back,  which  was  not
investigated  by  the  anesthesiology  resident.  The  patient  was
taken  to  the  post-anesthesia  recovery  room  and  was  dis-
charged  the  next  day----there  were  no  complaints  reported
in  the  hospital  records.  A  month  after  the  incident,  he  went
to  the  Anesthesiology  Clinic  for  a  consultation  on  further
urological  procedure  and,  during  the  anamnesis,  reported
the  occurrence  of  burn  on  his  left  flank  during  the  pro-
cedure  previously  mentioned.  Upon  analyzing  the  injury
shape,  it  was  found  a  similarity  with  the  contact  metals  of
the  operating  table  (Fig.  2).  Thus,  it  was  concluded  that
the  burn  was  caused  by  direct  contact  of  the  patient  with
the  table  metallic  part.  The  patient  was  referred  to  the
plastic  surgery  department  of  the  institution  for  clinical
management.

Discussion

Although  the  use  of  electricity  in  surgery  is  highly  useful

and  effective,  the  risk  of  complications  exists.  From  the
1970s  to  the  1990s,  the  incidence  of  complications  related
to  electrosurgery  remained  at  about  2---5  per  1000  surgeries,
with  predominance  of  electrical  burns.1,9 These  burns  are

m
a
h
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ot  always  detected  immediately  after  surgery,  as  occurred
n  Case  2,  with  a  late  diagnosis.  Jones  et  al.2 suggest  that
ne  should  bear  in  mind  that  the  depth  of  thermal  energy
enetration  goes  beyond  what  can  be  seen  with  the  naked
ye.  Thus,  unrecognized  injuries  may  be  seen  later,  after
rogression  of  tissue  damage.  Furthermore,  such  injuries
ay  not  be  recognized  as  burns,  but  be  misdiagnosed  as
edsores,  toxic  or  allergic  reactions  to  aseptic  or  disin-
ection  solutions.  The  circumstances  in  which  the  general
urns  occur  represent  another  key  factor  because  many
eople  are  involved  in  the  preparation  and  use  of  the  elec-
rosurgical  unit.9,10 All  this  makes  the  exact  incidence  of
omplications  related  to  the  use  of  electrosurgery  difficult
o  be  measured.  However,  this  type  of  injury  is  still  a  sig-
ificant  percentage  of  morbidity  associated  with  surgery.  In
losed  claims’  American  analysis,11 burns  in  patients  from
res  in  the  operating  rooms  account  for  about  one-fifth  of

egal  cases.  In  all  cases,  the  electrosurgical  unit  and  supple-
ental  oxygen  were  used.  It  is  important  to  understand  that

uch  unity  is  almost  always  the  ignition  source  for  the  occur-
ence  of  fires;  it  is  one  of  the  three  components  related  to
ts  occurrence,  next  to  oxygen,  which  acts  as  combustible,
nd  drapes  and/or  alcoholic  solutions,  which  function  as  a
uel.  In  Case  2,  it  was  not  possible  to  establish  whether  or
ot  the  burn  resulted  from  the  excessive  amount  of  anti-
eptic  used  in  the  surgical  site  or  if  it  was  blood,  urine,
r  other  liquid  solutions  used  in  the  procedure  that  damp-
ned  the  patient’s  skin.  Considering  the  lesion  feature  and
imilar  format  to  the  table  metal  parts  (Fig.  2),  it  is  sus-
ected  that  there  was  direct  contact  of  the  patient  with  a
etal  part  of  the  operating  table,  which  might  have  caused

n  alternative  exit  route  for  electric  current,  and  thus  the

eat  was  concentrated  in  a  small  area  and  caused  the
urn.
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Figure  3  Isolated  circuit:  the  power  released  through  the
active electrode  travels  through  the  patient’s  body,  exits
through  the  neutral  electrode,  and  returns  to  the  electrosur-
gical unit.
Source:  Extracted  from  Massarweh  et  al.,1 with  permission  of
t
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he publisher  (Elsevier).

rinciples  of  electrosurgery

 basic  knowledge  of  electricity  is  required  to  use  electro-
urgical  technology  in  operating  rooms  for  patient  care.1---3,12

toms  are  composed  of  protons,  neutrons,  and  electrons.
lectric  current  flows  as  electrons  move  from  one  atom  to
nother  through  an  adjacent  circuit.  Voltage  is  the  force
hat  drives  the  movement  of  electrons;  it  is  the  current
riving  force  against  the  circuit  resistance.  When  electrons
ncounter  this  resistance,  there  is  heat.  And  for  current  to
ow,  a  continuous  circuit  is  needed.  Electricity  has  three
asic  principles2:  (1)  It  always  follows  the  path  of  least
esistance;  (2)  it  always  tries  to  return  to  a  reservoir  of
lectrons,  such  as  ground;  and  (3)  there  should  always  be

 complete  circuit.  Much  of  the  understanding  of  how  elec-
rosurgery  works,  as  well  as  the  complications  related,  is
ased  on  these  principles.3 In  the  operating  room,  the  circuit
s  composed  of  the  electrosurgical  unit  and  the  patient  and
he  active  and  return  electrodes.  The  principle  of  electro-
urgery  is  based  on  the  passage  of  high  frequency  electrical
urrent  through  target  tissues  to  achieve  a  desired  clinical
ffect.  Voltage  is  supplied  by  the  generator,  which  from  the
ommon  alternating  current  of  low  frequency  (60  Hz)  gener-
tes  electric  currents  of  very  high  frequencies  (0.4---3  MHz)
nd  high  voltage  (400---500  V).  The  current  released  through
n  active  electrode  goes  through  the  patient’s  body,  whose
issues  determine  the  resistance  (impedance)  to  the  cur-
ent  flow.  At  the  end  of  the  circuit,  the  current  flows
ut  of  a  neutral  electrode,  which  is  the  dispersing  pad
r  neutral  electrode,  and  returns  to  the  electrosurgical
nit,2,13 forms  a  single  circuit,  without  need  for  grounding
Fig.  3).

Heat  generation  is  described  by  Joule’s  Law,  which  is
xpressed  by  the  equation:

 =  I2  ×  t  ×  R
n  which  the  heat  produced  (Q)  increases  proportionally  with
he  square  of  the  current  intensity  (I),  with  the  duration  of
xposure  to  the  current  (t)  and  tissue  resistance  (R).

o
a
i
a

F.M.  Bisinotto  et  al.

Thus,  by  the  exposed  formula,  the  effects  determined
y  the  electrosurgical  unit,  as  well  as  the  causes  of
omplications  related  to  its  use,  are  understood.  Heat  pro-
otes  coagulation,  cutting  or  fulguration  depends  on  the

urrent  intensity  (I),  exposed  surface,  tissue  resistance
conductivity),  and  exposure  time.14,15 On  the  side  of  the
lectrode  (cautery  tip),  the  rate  at  which  tissues  are  heated
lays  a  crucial  role  in  determining  the  clinical  effect.  When
n  oscillating  current  is  applied  to  the  tissue,  the  rapid
ovement  of  electrons  through  cell  cytoplasm  increases

ntracellular  temperature.  The  amount  of  released  thermal
nergy  and  the  time  fraction  in  which  this  occurs  will  deter-
ine  the  effects  on  tissues.  Thus,  cell  damage  is  reversible
hen  temperatures  are  lower  than  45 ◦C,  but  when  tem-
eratures  reach  over  45 ◦C,  cell  proteins  start  to  denature
nd  there  is  loss  of  cell  integrity.  Tissue  fluid  evaporates
nd  dries  at  temperatures  above  90 ◦C  and  other  tissue  solid
omponents  are  reduced  to  carbon  when  the  tissue  temper-
ture  reaches  200 ◦C.  Temperature  can  increase  markedly,
xceeding  1000 ◦C.  Besides  the  heating  effect,  living  tissues
re  affected  in  other  ways,  particularly  the  depolarization
f  cells  from  cell  membrane  due  to  disruption  of  cellu-
ar  function.  This  can  lead  to  neuromuscular  stimulation,
bnormal  conduction,  myocardial  fibrillation,  and  death.12

urrent  intensity  (I)----defined  as  the  amount  of  electricity
owing  through  a  tissue  area----is the  most  important  concept
o  understand  electrosurgery,  as  the  tissue  exposed  to  the
ighest  intensity  undergoes  greater  thermal  effects.  The
ispersion  plate  placement  site  is  directly  related  to  the  cur-
ent  intensity.  For  example,  if  the  plate  is  placed  near  the
urgical  site,  less  energy  is  lost  in  the  circuit  and  thus  lower
urrent  densities  are  necessary  to  achieve  the  desired  tis-
ue  effects.  On  the  other  hand,  if  the  plate  is  placed  further
way  from  the  surgical  site,  a  greater  amount  of  energy  is
ost  due  to  the  body’s  resistance,  which  requires  higher  den-
ity,  and  there  is  the  possibility  of  exposing  the  patient  to
ncreased  risk  of  injury.14---16 The  time  of  exposure  (t)  to  the
lectric  current  plays  an  obvious  role  in  the  extension  of  the
ffects  of  its  passage  through  the  human  body.  The  dura-
ion  of  exposure  to  current  is  directly  related  to  the  heat
roduced  in  the  tissue.  The  longer  the  exposure  time,  the
reater  the  effect  and  the  risk  of  injury  due  to  the  greater
otential  for  heat  propagation  to  adjacent  tissues.  A  pro-
onged  activation  will  produce  broader  and  deeper  tissue
amage.  Other  relevant  factor  is  the  target  tissue  resistance
R),  as  the  greater  the  resistance  to  the  electric  current,
he  greater  the  amount  of  heat  produced.  The  higher  this
nherent  resistance,  then  higher  will  be  the  voltage  required
or  the  current  passage.  Also,  the  more  superficial  tissues
re  cauterized,  the  less  they  become  electrically  conduc-
ive,  which  increases  its  strength  and  requires  a  greater
mount  of  voltage  for  current  to  penetrate  into  deeper  tis-
ue  layers.  Conductive  materials,  such  as  metal,  soil,  ionic
olutions,  and  the  human  body  are  those  that  offer  least
esistance.  The  tissue  specific  resistance  depends  on  the
ype  of  tissue  concerned,  humidity  and  thickness  of  the  skin,
resence  of  bony  protuberances,  and  vascularization.  Vari-

us  tissue  types  have  different  electrical  resistances  that
ffect  the  rate  of  heat.  The  resistance  of  fat  and  bone  tissue
s  greater  than  the  skin,  muscle  tissue,  and  well  vascularized
reas.  This  is  important  in  selecting  a  location  to  place  the
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Figure  4  Dispersion  plate  not  completely  adherent.
Source:  Extracted  from  Massarweh  et  al.,1 with  permission  of
the publisher  (Elsevier).
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Burns  related  to  electrosurgery  ---  Report  of  two  cases  

dispersive  plate;  areas  with  more  vascularized  tissues  and
muscles  should  be  preferred,  avoid  fat  regions,  bony  promi-
nences,  and  thick  skin  such  as  the  plantar  region.  In  Case
I,  besides  the  plate  inadequacy,  it  was  placed  in  a  region
with  great  resistance  that  allows  the  passage  of  electrical
current,  as  the  plantar  area,  which  in  addition  to  having
a  thicker  skin  it  may  facilitate  contact  with  bony  promi-
nences.  Resistance  is  also  important  to  understand  Case
2.  The  conductive  materials  (low  resistance),  such  as  the
surgical  table  metal  part,  in  addition  to  patient’s  metallic
ornaments,  can  offer  an  optional  route  for  the  electrical  cur-
rent  to  exit  from  the  patient’s  body.  In  Case  2,  the  patient’s
body  came  in  contact  with  the  operating  table  metal  part
(Fig.  2),  which  has  become  an  optional  rout  to  the  elec-
tric  current  exit,  resulting  in  great  heat  and  burning.  This
same  mechanism  explains  the  burning  cases  of  patients  with
metal  ornaments,  with  ECG  and  EEG  electrodes,  and  other
internal  monitoring  devices  using  needles.  Understanding
it  is  also  important  to  explain  to  the  patient  the  manda-
tory  removal  of  all  conductive  (low  resistance)  materials,
such  as  jewellery,  ear  rings,  piercings,  clasps,  buttons,  and
other  metal  adornments.15 The  effect  of  electrosurgery  also
depends  on  the  type  of  electrode.  Smaller  electrodes  pro-
mote  a  higher  current  intensity  and  concentrate  the  heat
effect  on  the  contact  site.  For  example,  a  needle  tip  elec-
trode  provides  a  greater  heat  effect  compared  to  a ball
tip  electrode.  This  same  concept  applies  to  the  return
electrode.1

Electrosurgical  units

Currently,  electrocautery,  thermocautery,  diathermy,  elec-
tric  and  electronic  scalpels  are  terms  used  interchangeably
in  reference  to  electrosurgery.  Most  authors  agree  that  the
generic  term  electrosurgical  unit  is  the  most  appropriate
regarding  the  current  generator  used  for  electrosurgery.1,2

There  are  two  types  of  electrosurgical  units:  generators
called  ‘‘ground  referenced’’,  which  were  used  until  1970,
and  the  latest,  which  are  isolated.  In  the  first  type,  the
electrical  current  goes  through  the  patient  and  then  earth
ground  completes  the  circuit  through  a  dispersive  plate
attached  to  the  patient.  In  the  absence  of  a  complete  cir-
cuit,  the  current  will  seek  the  earth  (grounding).  In  this
situation,  any  contact  of  the  patient  with  a  possible  ground-
ing,  the  current  will  choose  the  path  of  least  resistance,
may  pass  through  the  operating  table,  ECG  electrodes  or
metal  of  a  venous  catheter  in  contact  with  the  patient.  If
the  current  intensity  is  high  enough  at  the  contact  point,
there  is  the  possibility  of  burning.  This  potential  danger
has  been  eliminated  with  the  introduction  of  generators  iso-
lated  from  ground,  in  which  the  current  passes  through  the
patient  and  returns  to  the  generator  through  the  disper-
sive  plate.  The  optional  paths  are  avoided  because  there
is  no  connection  of  the  return  electrode  with  the  ground.
The  current  flow  is  limited  between  the  patient’s  active
electrode  and  return  electrode,  which  provides  a  low  resis-

tance  path  for  the  current  coming  from  patient  to  return
to  the  generator  (Fig.  3).1,3,17 The  electrosurgical  unit  acti-
vation  is  mediated  by  the  hands  or  feet.  This  isolated
generator  system  has  reduced  significantly  the  cases  of
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urns,  but  did  not  eliminate  entirely  the  possibility  of  this
omplication.2

lectrosurgical  modalities

enerators  can  apply  monopolar  or  bipolar  energy.  In
onopolar  mode,  the  current  released  passes  from  the

enerator  to  the  active  electrode,  in  which  its  effect  is
roduced,  passes  through  the  patient  and  exits  through  the
ispersive  electrode  (or  neutral  plate),  returns  to  the  gen-
rator  and  forms  a  complete  circuit.  Because  the  neutral
lectrode  surface  is  much  larger  than  that  of  the  active  elec-
rode  (on  which  the  cutting,  coagulation  or  ablation  takes
lace),  the  current  is  spread  over  a  large  area,  which  mini-
izes  the  heating  of  tissue  in  contact  with  the  dispersive
late.  It  is  most  often  used  due  to  its  greater  versatility.
owever,  it  offers  more  risk  because  larger  amounts  of  tissue
re  exposed  to  electricity.  In  the  bipolar  mode,  the  instru-
ents  resemble  surgical  tweezers  and  there  is  no  need  for  a
ispersive  return  electrode,  as  both  the  active  and  return
lectrodes  are  integrated  in  order  to  release  energy  and
romote  its  return.  The  energy  does  not  travel  through  the
atient  because  it  is  confined  to  the  tissue  between  the  for-
eps.  Because  of  this  configuration,  the  bipolar  mode  offers
ittle  chance  of  an  unintended  dispersal  of  current.  The
ower  generated  by  bipolar  scalpel  is  smaller  compared  to
he  monopolar.  It  is  indicated  for  delicate  surgeries  such  as
eurosurgery.

ispersive  plate  or  neutral  electrode

arious  types  of  dispersive  plate  or  neutral  electrode  are
vailable,  such  as  the  single-use  disposable  and  reusable
dhesives.  Such  plates  should  be  of  sufficient  size  to  main-
ain  a  wide  area  of  electricity  dispersion,  in  order  not  to
ause  tissue  damage.  The  surface  varies  from  60  cm2 for  chil-
ren  to  170---180  cm2 for  adults,  depending  upon  the  supplier.
he  output  power  is  limited  to  150  and  400  W  for  children
nd  adults,  respectively.  Moreover,  gels  or  pastes  should
e  used  to  increase  contact  between  plate  and  skin  and

educe  its  resistance.  If  the  plate  is  not  completely  attached
Fig.  4),  or  any  kind  of  fluid  is  accumulate  between  the  plate
nd  the  skin,  the  total  area  of  dispersion  becomes  smaller,
roviding  more  risks.  It  is  also  necessary  to  select  the  loca-
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ion,  as  well  as  the  plate  correct  placement.  It  should  not
e  placed  in  scar  tissue,  bony  prominences,  metal  implants,
nd  fat  regions  of  the  body.10 Skin  preparation  for  disper-
ive  plate  placement  includes  a  gentle  cleaning  of  the  area
o  remove  any  trace  of  fat  (without  using  alcohol,  as  this
ay  cause  increased  skin  resistance)  and  hair  removal.  It

s  necessary  to  wait  until  any  combustible  cleaning  agent
sed  evaporates.  When  an  adhesive  grounding  plate  is  fully
dhered  to  the  patient’s  skin,  there  is  adequate  area  suf-
cient  for  current  intensity  dispersal,  which  subsequently
eturns  to  the  generator.

auses  of  burns

specially  for  monopolar  mode,  there  are  four  basic  causes
f  burns.  The  first  refers  to  burn  on  surgical  site  itself  as  a
esult  of  inadvertent  activation  or  inappropriate  use.  Expo-
ure  to  electric  current  for  long  periods  without  interruption
as  direct  association  with  the  intensity  of  its  effects  and
isk  of  injury.  The  second  relates  to  the  heating  of  solu-
ions  that  results  in  thermal  injury.  Such  injuries  can  be
ttributed  to  heated  solutions  by  both  the  active  and  neu-
ral  electrodes.  The  third  relates  to  thermal  trauma  in  the
ispersive  plate  region,  also  called  return  tissue  damage.  It
appens  when  there  is  inappropriate  contact  between  the
late  and  the  skin  of  the  patient  (Fig.  4),  or  when  the  plate
ize  and  positioning  site  are  inadequate,  scatter  energy  in

 smaller  area,  increasing  the  heat  at  the  points  of  contact
ith  the  plate  and  causes  burn  (injury  mechanism  of  the
rst  reported  case).  A  condition  often  relegated  to  the  back-
round  is  tissue  hypoperfusion.  Typically,  there  is  no  injury
t  the  dispersive  plate  site  because  the  contact  area  is  large
nd  skin  blood  circulation  dissipates  the  heat  generated
t  the  site.  However,  in  situations  where  tissue  perfusion
t  the  plaque  site  becomes  inadequate  (shock,  hypoten-
ion,  hypothermia,  tissue  compression  at  the  plate  area),
he  lack  of  adequate  heat  dissipation  can  cause  injury.  In
n  effort  to  reduce  burns,  since  1981  the  devices  have  a
afety  system  to  ensure  that  the  generator  operates  only  if
he  dispersion  plate  is  attached.  Finally,  the  fourth  cause
elates  to  burns  that  can  also  occur  when  the  current  takes

 path  through  the  patient’s  body  other  than  the  dispersive
lectrode.  The  partial  or  total  interruption  of  the  disper-
ive  plate  contact  with  the  electrosurgical  unit  allows  the
ow  of  electric  current  through  optional  routes,  including
ll  the  contact  points  of  the  patient’s  body  to  the  ground
otential.  Among  the  most  common  optional  routes,  there
re:

 Body  surface  in  direct  contact  with  the  grounded  operat-
ing  table;

 Electrodes  attached  to  the  patient  which  enable  contact
with  the  ground  potential  (i.e.,  monitoring  electrodes);

 Patient  contact  with  conductive  materials,  plastic  or  rub-
ber  (tubes  or  mattresses),  for  static  dissipation.

If  the  contact  surface  at  these  sites  is  small  (high  elec-

rical  resistance),  there  will  be  a  large  concentration  of
urrent,  increased  temperature,  and  tissue  damage,  often
evere.  In  Case  2,  the  table  metal  parts  in  contact  with  the
atient’s  skin  worked  as  optional  routes  for  the  passage  of
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lectric  current.  Noteworthy  in  this  case  is  the  underestima-
ion  of  the  patient’s  complaint,  who  was  able  to  refer  pain
n  the  area  of  the  burn  that  was  not  included  in  the  level
btained  by  anesthesia,  but  his  complaint  was  dismissed  by
he  team  that  probably  related  the  patient’s  reaction  to  the
ffect  of  sedatives.  Monitoring  electrodes  may  cause  injury
ven  with  the  proper  functioning  of  the  neutral  plate.  When
he  dispersive  plate  is  positioned  at  a  point  too  distant  from
he  active  electrode  action  site,  the  electric  current  from
t  can  be  divided  into  two  parts.  One  returns  to  the  dis-
ersive  plate  and  the  other  returns  through  the  monitoring
lectrode.  Due  to  the  reduced  area  of  this  electrode,  burns
ccur  in  the  skin  of  the  patient.  Several  studies  in  the  liter-
ture  report  the  occurrence  of  burns  related  to  ECG,  EEG,
ectal  temperature  probes  or  skin  electrodes  and  internal
onitoring  devices  using  needles.  The  electric  current  cir-

ulation  through  optional  routes  other  than  the  diathermy
ircuit  may  also  involve:

 Electrocution  (electric  shock):  passage  of  electrical  cur-
rent  through  the  body.  Its  consequences  include  shock-like
sensation,  burn,  nerve  injury,  asphyxia  (paralysis  of  respi-
ratory  muscles  and  respiratory  centers),  and  others.  Low
frequency  currents  (60  Hz)  can  cause  serious  problems
in  excitable  tissues,  such  as  contraction  of  large  mus-
cle  groups,  which  can  be  misinterpreted  as  intraoperative
awakening  of  the  patient  and  serious  cardiac  arrhythmias;

 Electromagnetic  interferences: the  alternating  electri-
cal  current,  particularly  of  high  frequency,  generates  a
magnetic  field  that  can  produce  interference  in  the  func-
tioning  of  other  equipment  (artifacts  or  noise  in  the  pulse
oximeter  and  cardioscope,  for  example).  The  best  way
to  prevent  this  event  is  the  use  of  proper  grounding  and
electromagnetic  isolation  devices;

 Fires  and  explosions: the  production  of  an  electric
spark  in  a  rich  environment  of  flammable  gases  and
vapors  can  produce  catastrophic  accidents.  Flammable
materials  (gauze  or  dry  swabs,  alcohol  solutions  for  anti-
sepsis,  PVC  endotracheal  tube),  in  the  presence  of  rich
atmospheres  with  combustible  gases,  such  as  oxygen,
may  enter  into  rapid  combustion  with  a  single  electric
spark.

Burn  injury  related  to  capacitance  and  magnetic  induc-
ion  phenomena  are  rare  events.  Both  the  first  and  the
econd  are  able  to  induce  currents  in  conductive  means
monitor  cables  connected  to  a  patient,  which  function  as
‘antennas’’)  and  may  occur  during  use  of  an  electrosur-
ical  unit,  which  generates  an  extremely  high-frequency
lternating  current,  thus  representing  a  further  risk  to

 patient  integrity.  To  avoid  this  type  of  accident,  the
nit  should  be  placed  as  far  as  possible  from  moni-
ors  and  wiring  must  be  positioned  perpendicular  to  each
ther.

uidelines  for  the  use  of  electrosurgical  unit
ome  recommendations  regarding  the  use  of  electrosurgery
re  established  to  reduce  the  risks  related  to  this  tech-
ology  application,  serving  as  preventive  measures  to
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Burns  related  to  electrosurgery  ---  Report  of  two  cases  

be  taken  by  all  professionals  working  in  the  operating
room:

1.  The  key  point  in  preventing  accidents  with  the  use  of
electrosurgery  is  the  correct  positioning  of  the  patient
on  the  operating  table.  The  contact  with  metal  parts
of  the  patient  or  the  table  and  monitoring  electrodes
can  concentrate  the  electric  current  or  cause  its  leak-
age  and  result  in  injury.  Insulating  devices  in  the  table
and  in  the  arm/leg  rests  must  be  used  to  prevent
current  leakage  through  the  metal  areas,  in  addi-
tion  to  dry  swabs  placed  between  the  arms,  torso  or
legs  to  avoid  current  concentration  in  areas  with  fluid
accumulation.

2.  Removal  of  metallic  ornaments  is  mandatory,  and  elec-
trodes  should  be  placed  as  far  as  possible  from  the
surgical  site.

3.  When  using  the  monopolar  scalpel  in  patients  with
prosthetic  conductive  joints,  every  effort  to  place  the
prosthesis  out  of  the  direct  path  of  the  circuit  should  be
made.  If  the  patient  has  a  right  hip  prosthesis,  for  exam-
ple,  the  return  plate  should  be  placed  on  the  left  side  of
the  patient.

4.  The  warning  systems  should  always  be  working.  The
device  sound  indicator  volume  should  be  kept  in  audi-
ble  level  to  signal  immediately  when  the  electrosurgical
unit  is  inadvertently  activated  or  when  it  is  not  working
properly.

5.  One  should  also  avoid  placing  the  dispersive  electrode
on  tattoos,  many  of  which  contain  metallic  dyes.  The
active  electrode  should  be  placed  away  from  the  site
when  not  in  use;  it  avoids  unintended  activation  and
injuries.

6.  Active  electrodes  should  not  be  used  in  the  presence  of
anesthetic  gases  and  flammable  agents,  such  as  antisep-
tics  for  skin  antisepsis.  This  is  particularly  important  in
ENT  and  head  and  neck  surgeries,  due  to  proximity  to
anesthetic  gases.

7.  The  electrosurgical  unit  power  should  be  confirmed  prior
to  activation,  which  should  be  the  lower  and  most  effec-
tive  possible,  in  order  to  achieve  the  desired  effect  for
cutting  or  coagulation.  If  the  surgeon  requests  continu-
ous  increase  of  power,  or  if  there  is  unusual  response  from
the  patient,  or  if  there  is  interference  with  the  monitor-
ing  signal  during  its  use,  it  is  necessary  to  investigate  the
entire  circuit  for  failures.

8.  The  dispersive  plate  location  is  generally  dictated  by  the
surgical  site,  it  should  be  positioned  as  close  as  pos-
sible  to  the  operative  field,  preferably  in  a  clean,  dry
skin,  placed  in  a  well  vascularized  area  and  with  greater
muscle  mass.

9.  Patients  with  pacemaker  should  be  continuously  moni-
tored  because,  although  modern  devices  are  designed  to
be  protected  from  the  current  flow,  they  are  still  subject
to  interference  and  may  be  damaged  beyond  repair  or
have  its  function  altered.  Additional  precautions  should
be  taken  to  minimize  accidents,  such  as  checking  the
pacemaker  proper  function  with  the  cardiologist  during

the  use  of  electrosurgery,  having  a  pacemaker  program-
ming  unit  available  to  set  it  in  asynchronous  mode,  having
a  defibrillator  on  hand  to  immediate  use  in  case  of  emer-
gencies,  keeping  all  the  electrosurgical  unit  cables  and
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wires  away  from  the  pacemaker  and  its  connections  and
the  generator  power  setting  as  low  as  possible.  It  is  also
recommended  that  bipolar  electrosurgery  should  be  used
whenever  possible,  but,  if  necessary,  the  use  of  monopo-
lar  electrosurgery  must  ensure  that  the  distance  between
the  active  and  dispersive  electrodes  is  as  short  as
possible.

onclusion

he  entire  perioperative  period  present  risks  to  the  patient,
rom  the  moment  he  enters  the  operating  theatre  to  his
eturn  to  the  unit  of  origin,  and  electrosurgery  is  one  of
hose  risks.  Knowledge  of  scientific  and  physical  princi-
les  of  electrosurgical  units  should  be  aimed  at  all  those
nvolved  in  the  surgical  setting,  not  only  to  increase  effi-
iency  and  allow  the  use  of  all  useful  features  of  the
evices,  but  also  to  prevent  its  misuse  and  damage  to
atients.
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